[The practical experience of quality control organization in the laboratory of Municipal consultative diagnostic center 1 of St. Petersburg].
The article specifies the functioning of quality control system in the laboratory of Municipal consultative diagnostic center i 1 of St. Petersburg. Initially, on the basis of interpretations of biological variations of every analyte, the requirements to analytical quality are developed. Subsequently, the actually attainable reproducibility of measurements and their bias is examined. The real analytical characteristics of 27 biochemical analytes are presented. The aggregate laboratory ratings are quoted based on the results of involvement in three EQAS programs since 2005, concerning biochemistry, immunochemistry and hematology. The important quality of laboratory research on its analytical stage is maintained by the interaction between inter-laboratory and regular external control.